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ABSTRACT 

As deep space exploration continues to be the goal of 
NASA’s human spaceflight program, verification of the 
performance of spaceflight hardware becomes increasingly 
critical. Suitable test methods for verifying the leak rate of 
sealing systems are identified in program qualification testing 
requirements. One acceptable method for verifying the air leak 
rate of gas pressure seals is the tracer gas leak detector method. 
In this method, a tracer gas (commonly helium) leaks past the 
test seal and is transported to the leak detector where the leak rate 
is quantified. To predict the air leak rate, a conversion factor of 
helium-to-air is applied depending on the magnitude of the 
helium flow rate. The conversion factor is based on either the 
molecular mass ratio or the ratio of the dynamic viscosities. The 
current work was aimed at validating this approach for 
permeation-level leak rates using a series of tests with a silicone 
elastomer O-ring. An established pressure decay method with 
constant differential pressure was used to evaluate both the air 
and helium leak rates of the O-ring under similar temperature 
and pressure conditions. The results from the pressure decay 
tests showed, for the elastomer O-ring, that neither the molecular 
flow nor the viscous flow helium-to-air conversion factors were 
applicable. Leak rate tests were also performed using nitrogen 
and argon as the test gas. Molecular mass and viscosity based 
helium-to-test gas conversion factors were applied, but did not 
correctly predict the measured leak rates of either gas. To further 
this study, the effect of pressure boundary conditions was 
investigated. Often, pressure decay leak rate tests are performed 
at a differential pressure of 101.3 kPa with atmospheric pressure 
on the downstream side of the test seal. In space applications, the 
differential pressure is similar, but with vacuum as_ the 
downstream pressure. The same O-ring was tested at four unique 
differential pressures ranging from 34.5 to 137.9 kPa. Up to six 
combinations of upstream and downstream pressures for each 
differential pressure were compared. For a given differential 
pressure, the various combinations of upstream and downstream 
dry air pressures did not significantly affect the leak rate. As 
expected, the leak rate of the O-ring increased with increasing 
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differential pressure. The results suggested that the current leak 
test pressure conditions, used to verify spacecraft sealing 
systems with elastomer seals, produce accurate values even 
though the boundary conditions do not model the space 
application. 
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NOMENCLATURE 

Ao = zero-order regression coefficient 
ay = first-order regression coefficient 
B = bias error 

ik = indices 

m = mass 

m mass leak rate 

M molecular mass 

n dynamic viscosity 

N = number of samples 

Dp = absolute pressure 

0) precision error 

q = volumetric leak rate 

R = specific gas constant 

T = temperature 

t = time 

U = uncertainty 

V = volume 

INTRODUCTION 


The success of any spaceflight mission is dependent on the 
verification program set forth to ensure that systems and 
components meet the specifications and requirements defined at 
the outset of the program. As NASA has its sights on deep space 
exploration, especially manned missions, verification of 
hardware performance is imperative. Acceptable verification 
methods include analyses, demonstration, inspection, test, or any 
combination thereof [1]. To verify the leak rates of pressurized 
units or sealing systems, testing is the verification method most 


commonly utilized. Acceptable leak test methods are outlined in 
program requirements [2,3]. For meaningful results, the selected 
test method must accurately simulate the functional conditions 
of the unit under test following the test as you fly, fly as you test 
approach [1]. For sealing systems, this may include the 
operational temperature range, pressure conditions, gas type, and 
exposure to unique space environment elements (e.g., atomic 
oxygen, ultraviolet radiation, and foreign object debris). In some 
instances, the test method is selected based on project resources, 
schedule, and feasibility and therefore, may not incorporate all 
aspects of the operating conditions. In other instances, the test 
method itself may not be capable of simulating the operating 
conditions. In either case, flawed data resulting from poorly 
simulated or misapplied test methods could be misinterpreted as 
a valid representation of the hardware performance. In this paper, 
the soundness of leak test methods used to verify the air leak rate 
of spacecraft sealing systems is investigated. 

Two common methods to evaluate the leak rate of gas 
pressure seals are the tracer gas leak detector method and the 
pressure change or pressure decay technique. These methods 
have long been used to quantify the leak rates of silicone 
elastomer seals used in habitat type space applications, e.g., 
docking system seals [4—10]. The tracer gas leak detector method 
is often a preferred test method due to its sensitivity to small 
leaks and relatively short test time. With this method, a 
chemically inert tracer gas, typically helium, is used to pressurize 
the volume upstream of the seal under test. The downstream side 
is placed under vacuum and connected to a mass spectrometer 
leak detector. As the helium migrates downstream of the test 
article, it enters the mass spectrometer, which ionizes the gas 
particles, and then separates the ions based on their molecular 
weight. A volumetric flow rate is then associated with the 
collection of helium ions. 

For small leaks down to 10°” sccs, the helium leak detector 
method is highly accurate and the test itself can be completed in 
short order, although time and manpower are expended in the 
calibration procedure and required post-processing of the test 
data. Another drawback of this method is that for sealing systems 
that must perform to an air leak rate requirement (e.g., docking 
hatch seals) the helium leak rate must be converted to a mass 
flow rate of air—a process that is not as obvious as it may seem. 
The conversion from volumetric to mass flow rate is trivial, and 
is achieved by multiplying the volumetric flow rate by the 
density of the test gas; however, the conversion from helium to 
air is more involved and often misapplied. 

Data sheets with conversion factors that can be applied to the 
measured helium leak rate often accompany the documentation 
included with a helium leak detector [11]. In practice, helium is 
converted to air by applying a factor of 0.374 to the measured 
volumetric leak rate following Eqn. 1: 


Mue 
qair = Hee due > (1) 


Mair 


where, the square root of the molecular mass ratio of helium-to- 
air is equal to the conversion factor (0.374 in this case). This 


value is derived from the volumetric flow rate of a gas through 
an orifice in the molecular flow regime [12,13]. Similar 
conversion factors have been established based on viscous flow 
using the ratio of dynamic viscosities (e.g., NHe/Nair). Standard 
conversion factors for the viscous and molecular flow regimes 
are listed in Table | for some common gases. 

For a leak detected in a space sealing system, the 
determination of the flow regime can be challenging. Generally, 
the flow regime is estimated by the ratio of the average mean free 
path to the diameter of the leak path—otherwise defined as the 
Knudsen number. This estimation assumes that a pore leak with 
physical dimensions, such as a crack, hole, or other material 
defect is present within the sealing system [14]. It does not 
account for a leak dominated by gas permeation through the seal 
material, as is the case with silicone elastomer space seals 
[15,16]. Currently, there is no universal conversion factor, based 
upon theory, for the helium-to-air leak rate conversion of 
permeation dominant systems. This is due, in part, to the 
variations in compounding different elastomers and the installed 
configuration of the elastomer in different systems. To date, no 
work has compared the permeation dominated leak rates of air 
and helium to determine a ratio. 


Table 1. Standard helium leak rate conversion factors for 
viscous and molecular flow regimes [11]. 
Multiply Helium Leak Rate by: 


Convert to: Viscous Flow Molecular Flow 
Nitrogen 1.12 0.374 
Air 1.08 0.374 
Argon 0.883 0.316 


Besides the tracer gas leak detector method, another 
commonly accepted leak test method is the pressure decay 
technique with mass point leak rate analysis. The pressure decay 
technique does not require any conversions since air is utilized 
as the test gas. In this method, a known volume of pressurized 
gas permeates through and/or leaks at the interface of the seal 
under test while the pressure and temperature are recorded with 
time [17]. The Ideal Gas Law is applied to calculate the mass of 
the gas (mj) in the known volume at each time-step (#;). A linear 
least-squares regression, centered about the differential pressure 
of interest, is used to find the best-fit line to the mass-time 
dataset. The mass flow rate of the test article is defined by the 
first-order coefficient (a,) of the best-fit line. 

Though the pressure decay method is low-cost and applicable 
to an extensive range of leak rates, it has several limitations that 
reduce feasibility. First, the size of the internal volume and the 
magnitude of the leak, among other factors, determine the test 
duration. The combination of large volume and small leak may 
result in a test that spans several days costing time and 
manpower. Conversely, large leaks from a small volume may 
occur in such a short time that the limited amount of collected 
data leads to large measurement uncertainty. Second, although 
the method accounts for the temperature of the gas in the 
calculation of the leak rate, the location of the measurement is 
critical and correct sensor placement can be difficult in certain 


testing environments. 

Additionally, leak tests are typically performed at a 
differential pressure of 101.3 kPa. To achieve this, the low- 
pressure region is either placed under vacuum or the ambient air 
pressure is utilized. Ambient pressure is more commonly used to 
avoid the inclusion of a secondary seal in the hardware design. 
However, when ambient pressure is used, changes in barometric 
pressure may extend the test duration and/or invalidate the leak 
rate measurement. More critically, the ambient downstream 
pressure does not simulate the vacuum of space. It is well known 
that differential pressure is a driving factor for the final leak rate 
value, but there are no reports on the effect of varying the 
upstream and downstream pressure boundary conditions which 
generate the differential pressure. 

As such, the purpose of this study was twofold, but focused 
on the verification of a spacecraft sealing system’s air leak rate 
using the helium leak detector method and the pressure decay 
method. The first objective was to prove or disprove that the 
conversion of the measured helium leak rate to an equivalent air 
(or other gas) leak rate could be accomplished using standard 
conversion factors. The second objective was to investigate the 
effect of pressure boundary conditions on the air leak rate when 
using the pressure decay method of testing. Using a modified 
pressure decay method, a series of leak tests was performed on a 
silicone elastomer O-ring. All tests in this series were completed 
at or near room temperature and with a differential pressure of 
101.3 kPa, applying vacuum downstream of the test article. Four 
different gases including helium, nitrogen, dry air, and argon 
were utilized in this series. From the experimental data, 
conversion factors were computed for helium to each test gas and 
compared to the industry standards for viscous and molecular 
flow. A second series of leak tests was conducted at four unique 
differential pressures ranging from 34.5 to 137.9 kPa. Dry air 
was the test gas for all tests in this series. For each differential 
pressure, up to six combinations of unique upstream and 
downstream pressures were tested and the final leak rate values 
were compared. The experimental set up, methodology, and test 
results for each test series are discussed herein. 


DESCRIPTION OF EXPERIMENTS 

In this study, two series of leak rate experiments were 
performed using a modified pressure decay method. Four test 
sets were completed in the first series: one set for each test gas. 
Four repeats per test set were performed for a total of sixteen 
tests. Eighteen tests were completed in the second series with no 
repeats. Most tests were conducted at ambient room temperature 
(20°C); however, some were run within an environmental 
chamber controlled to 23°C. The slight difference in temperature 
was accounted for in the data analysis and did not affect the final 
results. Additional specifics of the experimental setup and test 
methodology are detailed in the following sections. 


Test Article 

A single test article was evaluated throughout this study. The 
test article was made from high temperature silicone 
multipurpose O-ring cord stock. The cord stock had a nominal 


cross-sectional diameter of 9.5 mm and durometer Shore A 
hardness of 70. The cord stock was cut to length and the two ends 
bonded with Loctite® Superflex® Clear RTV Silicone Sealant 
(#59530) to form one continuous test article. The test article had 
a nominal 30.5-cm outer diameter and was sized to fit in the 
groove of a custom aluminum test fixture. Once installed, the test 
article remained in the test fixture, physically undisturbed, for 
the duration of the study. 


Test Gases 

In the first test series, a total of four different inert gases were 
used to evaluate the leak rate of the test article. These included 
helium, nitrogen, dry air, and argon. Dry air was used as the test 
medium to evaluate the leak rate under various pressure 
boundary conditions in the second test series. The specifications 
for all test gases are listed in Table 2. 


Table 2. Test gas specifications. 
Component Helium Nitrogen Dry Air Argon 
He 99.999 % -- -- -- 


No 99.999 % 


<2 ppm <2 ppm 


CO = e 


<1 ppm -- 


Pressure Boundary Conditions 

In the first test series, all tests were run with a differential 
pressure of 101.3 kPa. In general, the upstream pressure was 1.3 
times atmospheric pressure. Vacuum was applied downstream of 
the test article. 

To determine the effect of pressure boundary conditions on 
the leak rate of the test article in the second series, four individual 
test sets were run—each set with a unique differential pressure. 
Within each test set, the differential pressure was held constant, 
but the initial upstream pressure was varied per test. The 
different pressure combinations for each test set are shown in 
Table 3. These pressure conditions were selected to be within the 
limitations of the measurement transducers used in the test 
assembly. 


Table 3. Pressure boundary conditions for dry air leak rate 
tests on the silicone elastomer O-ring test article. 
Set1 Set2 Set3 Set4 
Differential pressure, kPa 34.5 68.9 103.4 137.9 


68.9 -- -- -- 

103.4 103.4 -- -- 

Initial upstream pressure, 137.9 137.9 137.9 -- 
kPa 1724 1724 172.4 1724 


206.8 206.8 206.8 206.8 
241.3 241.3 241.3 241.3 


Test Method 

A modified pressure decay method was used to measure the 
leak rate of the test article in this study. This method was similar 
to the standard pressure decay method with mass point leak rate 
analysis, but used a control system to maintain the desired 
differential pressure across the test article. Previous work has 
shown that this enhanced method is accurate, reliable, can be 
used to measure both large and small leaks, minimizes test time, 
and improves the measurement uncertainty [18]. 

In this method, the test apparatus, Fig. 1, consisted of a 
hermetically sealed volume of gas on the upstream side of the 
test article. The pressurized volume of gas was allowed to leak 
downstream of the test article into a region of lower pressure. 
This low-pressure region was controlled to maintain a constant 
differential pressure across the test article throughout the test 
duration. A differential pressure transducer was used to measure 
the pressure difference between the high- and low-pressure 
regions. A controller monitored the differential pressure and 
compared it to the chosen set point value. As the differential 
pressure varied from the set point, due to permeation or interface 
leakage, the controller reacted by sending a voltage signal to a 
pressure regulator. The pressure regulator appropriately raised or 
lowered the downstream pressure through connections of 
vacuum and ambient pressure. In cases where the downstream 
pressure was above ambient pressure (refer to Table 3), the 
regulator was connected to a gas supply system. 
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Figure 1. Schematic of leak rate test apparatus with 
controlled downstream pressure (in cases where downstream 
pressure was above ambient, the regulator was connected to 
a gas supply system instead of vacuum). 


Not unlike the standard pressure decay method, the pressure 
and temperature of the gas in the sealed volume were recorded 
with time. Following the assumptions of the Ideal Gas Law, the 
mass of gas within the volume was calculated at each time-step 
(ti, mi) using Eqn. 2. 


m = pV/RT (2) 


In this equation, the volume, V, was determined in advance 
through application of Boyle’s Law. 

Assuming a constant leak rate, a linear least-squares 
regression was computed to determine the best-fit line to the 
dataset. Unlike the standard pressure decay method, all data 
could be included in this computation since a constant 
differential pressure was maintained. The best-fit line was 
modeled by Eqn. 3, where the first-order coefficient, a,, 
represented the mass leak rate (72) of the test article. 


m(t) = a,t + ap (3) 


The measurement uncertainty of the leak rate was calculated 
using the generalized Eqn. 4 [17,19]. 


Ui = Dla (SR) Bins Dla (SE) 


+ Ela (5m) m+ Eka (Se) $8 


+2 OEE Theiss (S) (SF) mim Bribe =) 


om; 


+22 Deed (s*) (=) Pe ;t,Pr: Pr, 


om 


+2 005 heias () (2) beim BeiBme 


Assuming no errors in the measurement of time, and using 
correlation coefficients that produce maximum uncertainty [19], 
the previous equation can be reduced to Eqn. 5 


v2, = 50, (2) 6%, +58 (2) 04, (5) 


The partial derivative of m with respect to mj; is: 


am Ni= ae 


dm, NSN, — (an ,(t)° (6) 


And the bias and precision errors, respectively, are: 


+(qaPr) 


+(2 br) (8) 


As shown, the bias and precision errors include contributions 
from the measurement instruments which were obtained though 
the instruments’ calibration records, product specifications, or 
computations. 


Bi = (eo) + Care) + (Ripe) + 


= (Fo) + (Zor) + (eos) + 


Using the modified pressure decay method, the test article’s 
leak rate and measurement uncertainty were calculated in real- 
time. 


Test Apparatus 

The complete test apparatus consisted of the test fixture with 
hermetic plumbing, gas supply system, measurement 
instrumentation, differential pressure control system, and data 
acquisition (DAQ) hardware and associated software. The test 
fixture consisted of two clear anodized platens manufactured 
from 6061-T6 aluminum. The test article was installed into a 
recessed grove in the bottom platen, constrained only along the 
outer diameter of the O-ring, Fig. 2. The O-ring was free to move 
inward, however, once the upper platen was installed and the 
interior volume was pressurized, movement in this direction was 
not anticipated. The upper platen was installed onto the lower 
platen compressing the O-ring by 17% of its nominal cross- 
sectional diameter. 
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Figure 2. Schematic of leak rate test fixture cross-section. 


Test Article 


The test gas was supplied to the high-pressure side of the 
test apparatus to the desired initial pressure ranging from 68.9 to 
241.3 kPa, refer to Pressure Boundary Conditions. The low- 
pressure side was controlled to achieve the desired differential 
pressure set-point value which ranged from 34.5 to 137.9 kPa. A 
secondary O-ring of larger inside diameter was installed in the 
test fixture, concentric to the test article, such that the pressure 
downstream of the test article could be increased or reduced as 
necessary. 

To determine the mass of gas at each time-step (Eqn. 2), the 
measured pressure, volume, and temperature were required. The 
gas pressure in the high-pressure region was measured using two 
pressure transducers whose values were averaged by the data 
acquisition system. This average value was used in the data 
processing. For reference, typical bias and precision errors of the 
pressure transducers were 15.6 Pa and 12.0 Pa, respectively. 

The volume of the high-pressure region changed over the 
course of the study due to slight modifications in the fixture 
plumbing. For each modification, the volume was directly 
measured using a minimum of 31 applications of Boyle’s Law 
where p,V,; = p2V,. The total volume changed from 
234.3+3.8mL to 286.2 + 6.6 mL depending upon the 
configuration. For the corresponding tests, the appropriate 


volume was used in the computations for leak rate and did not 
affect the overall results of the study. 

The temperature of the gas in the high-pressure region was 
indirectly measured using a resistance temperature detector 
(RTD). The RTD was placed on the upper platen and insulated 
with a foam block to minimize changes in the temperature 
readings due to laboratory conditions. The RTD had Class A 
accuracy and typical bias and precision errors of 0.196°C and 
0.0225°C, respectively. Recall that some tests were run in an 
environmental chamber controlled to 23°C. Other tests were 
conducted in the ambient laboratory environment. For these 
tests, the temperature reading did not vary by more than +2.1°C 
per test, which negligibly impacted the results. The 
representative temperature for the ambient laboratory tests was 
20°C. 

The data acquisition system consisted of signal conditioners 
and an associated computer software program. The DAQ was 
used to collect the pressure and temperature measurements at a 
nominal rate of 10 Hz. These values were combined with the 
volume measurement in the computer software program to 
calculate the mass of the test gas at each time-step. The software 
also calculated the test article’s leak rate and associated 
measurement uncertainty in real-time. In general, each test ran 
continuously for a maximum duration of 29 hours unless 
otherwise manually stopped. 


TEST RESULTS AND DISCUSSION 

The results of this study are discussed in the following 
sections. The first section summarizes the results of the first test 
series investigating the applicability of using standard helium- 
to-air conversion factors for verifying air leak rates. The second 
section presents the findings of the second test series 
investigating the effect of pressure boundary conditions used in 
the pressure decay method. 


Validation of Conversion Factors 

In the first test series, the internal volume of gas was 
pressurized to approximately 1.3 times atmospheric pressure, 
and the downstream pressure was controlled to maintain a 
constant differential pressure of 101.3 kPa. The leak rates of 
helium, nitrogen, dry air, and argon through the silicone 
elastomer test article were compared. For each gas, the leak test 
was repeated four times. The test results were highly repeatable 
providing confidence in the test method, Fig. 3. The argon results 
displayed the greatest scatter with a maximum difference of 
6.7x10°” kg/s between repeat tests. The average mass leak rate 
values for each gas are plotted in Fig. 4. The error bars represent 
the measurement uncertainty. As shown, the leak rate increased 
with the molecular mass of the test gas. 

The leak rate of the O-ring was also measured using a 
helium leak detector. The average volumetric leak rate, 
calculated from four repeat tests, was 1.03x10~“ sccs (+5.7%). 
This value was converted to a mass flow rate of 1.84x10"!! kg/s. 
The average helium leak rate measured using the modified 
pressure decay method, Fig. 4, was 1.81x10°!! kg/s, a difference 
of 1.6%. This comparison provided an additional level of 


confidence in the measured results using the modified pressure 
decay test method. 
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Figure 3. Repeat leak test results for a silicone elastomer 
O-ring tested with four different gases using a modified 
pressure decay method. Error bars represent measurement 
uncertainty. 
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Figure 4. Average experimental leak rate of a silicone 
elastomer O-ring for four different gases, measured using a 
modified pressure decay method. Error bars represent 
measurement uncertainty. 


The average mass flow rates of helium, nitrogen, dry air, and 
argon from the modified pressure decay tests were converted to 
volumetric flow rates at normal temperature and pressure (NTP: 
20°C, 101.3 kPa). For example, the average mass flow rate of 
helium (1.81x10"!' kg/s) was converted to a volumetric flow rate 
of 1.09x10* cm/s (NTP). Experimental conversion factors (test 
gas-to-helium volumetric flow ratios) were computed and are 


shown in Table 4 with the standard viscous and molecular flow 
regime conversion factors for comparison. As can be seen, the 
experimental conversion factors did not align with the standard 
values for either flow regime. 


Table 4. Experimental helium-to-test gas conversion factors 
compared to standard conversion factors for viscous and 
molecular flow regimes. 


Multiply Helium Leak Rate by: 


Convert to: Experimental Viscous Molecular 
Ratio Flow Flow 
Nitrogen 0.77 1.12 0.374 
Air 0.97 1.08 0.374 
Argon 1.73 0.883 0.316 


Furthermore, the standard viscous and molecular flow 
factors for each gas were applied to the measured volumetric 
flow rate of helium to calculate the projected nitrogen, air, and 
argon leak rates. Figure 5 displays the experimental leak rate 
values measured for each gas compared to the projected values. 
No comparison was needed for helium-to-helium; therefore, 
only one bar is shown. As expected, neither the application of 
the viscous flow factor nor the molecular flow factor to the 
measured helium leak rate correctly predicted the nitrogen, dry 
air, nor argon leak rates of the test article. When molecular flow 
was assumed, the converted leak rates consistently 
underpredicted the leak rate of the test article. When viscous 
flow was assumed, the converted leak rates for nitrogen and dry 
air were overpredicted, but the leak rate for argon was 
underpredicted. 
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Figure 5. Experimental average volumetric leak rates at NTP 
compared to projected leak rates of nitrogen, dry air, and 
argon computed by applying standard conversion factors for 
molecular and viscous flow to the measured helium leak rate. 


In a similar fashion, the average volumetric leak rates for 
nitrogen and argon were converted to air leak rates in the viscous 
and molecular flow regimes. The standard nitrogen-to-air and 
argon-to-air conversion factors applicable for the molecular flow 
regime were calculated using the radical in Eqn. 1 with the 
molecular mass of nitrogen and argon substituted for that of 


helium (e.g., ./My,/Mgir). The standard conversion factors for 
the viscous flow regime were calculated using the ratios of the 
dynamic viscosities of nitrogen-to-air and argon-to-air (e.g., 
Nar/Nair)- Figure 6 shows the experimentally measured dry air 
leak rate compared to the projected air leak rate values computed 
by applying the standard conversion factors to the measured 
helium, nitrogen, and argon leak rate values. No conversion was 
needed for air-to-air; therefore, only one bar is shown. The 
conversion from helium-to-air in the viscous flow regime most 
closely represented the measured air leak rate, but overpredicted 
the value by 11%. In the molecular flow regime the leak rate was 
underpredicted by 62%. The conversion from nitrogen-to-air 
underpredicted the measured leak rate in both flow regimes. 
Conversely, the conversion from argon-to-air overpredicted the 
leak rate. 
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Figure 6. Experimental average volumetric air leak rate at 
NTP compared to projected air leak rates computed by 
standard conversion of measured helium, nitrogen, and 
argon leak rates assuming molecular and viscous flow. 
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These findings supported the assumption that the standard 
conversion factors for the viscous and molecular flow regimes 
were not applicable to a silicone elastomer O-ring whose leak 
rate was dominated by permeation. Since there is no uniform 
method of converting the helium measurements to the gas of 
interest, using a helium leak detector and applying a standard 
conversion factor cannot be used to accurately determine the air 
(or other gas) leak rate for this type of seal. Nor can another 
tracer gas be used in this fashion to verify the air leak rate. If 
molecular and viscous flow conversion factors are applied to 


convert a measured tracer gas leak rate, the underlying 
assumptions must be fully understood to prevent the acceptance 
of invalid data in spaceflight hardware verification. 


Effect of Pressure Boundary Conditions 

In the second test series, the interior volume of the test fixture 
was pressurized with dry air, while the downstream pressure was 
continuously adjusted to maintain a constant differential pressure 
across the test article. The selected differential pressures ranged 
from 34.5 to 137.9 kPa and up to six different upstream pressures 
for each differential pressure were tested based on the limitations 
of the pressure transducers. 

The results for each pressure combination are plotted in 
Fig. 7, along with the average leak rate of the test article with 
respect to differential pressure. Not surprisingly, the differential 
pressure significantly influenced the leak rate of the test article. 
The average leak rate increased linearly with differential 
pressure and by a factor of 4 from 34.5 kPa to 137.9 kPa 
(differential pressure). 
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Figure 7. Air leak rates for a silicone elastomer O-ring at 
room temperature under various pressure boundary 
conditions. Initial P-high represents the initial pressure of the 
internal volume. Downstream pressure was controlled to 
maintain a constant differential pressure. Error bars 
represent measurement uncertainty. 


The difference in measured leak rate due to change in the 
interior volume gas pressure (initial P-high in Fig. 7) was also 
investigated and determined to be insignificant. While the effect 
of the absolute pressure did not appear to contribute to changes 
in leak rate, greater values of differential pressure may have 
caused increased experimental scatter. The standard deviation of 
the measured leak rates at a differential pressure of 34.5 kPa was 
1.08x10° kg/s. For a differential pressure of 103.4 kPa, the 
standard deviation increased by a factor of 6. Due to the limited 
number of tests, and decrease in number of tests with increase in 


differential pressure (due to limitations of the transducers) it is 
difficult to isolate the cause of this scatter. Each test, regardless 
of pressure conditions, was run with identical controller settings. 
It is possible that at higher differential pressures, controller 
settings were not optimal, potentially affecting repeatability of 
the results. 

Overall, the results suggested that the differential pressure 
was a dominant factor in the leak rate of the test article. 
Providing the differential pressure is representative of operating 
conditions, the pressure decay method can be used to accurately 
measure the air leak rate of similar gas pressure sealing systems 
using pressure conditions different from those in space. 


SUMMARY 

In light of deep space exploration goals for future 
spaceflight missions, it is critical to verify the performance of 
spaceflight hardware. When test methods are used for 
verification purposes, it is necessary to ensure that the methods 
selected are representative of the operational conditions of the 
hardware under test and to understand the effect on the test 
results of those parameters that cannot be directly simulated. 

In this study, two test methods for verifying the air leak rate 
of spacecraft sealing systems were investigated: the use of flow 
dependent conversion factors with helium leak detector results 
and the pressure decay method with various boundary 
conditions. Two series of tests were completed using a modified 
pressure decay method to determine the leak rate of a silicone 
elastomer O-ring. All tests were completed at or near room 
temperature. 

In the first test series, the pressure conditions were constant 
between tests, but four different test gases were used: helium, 
nitrogen, dry air, and argon. Using standard conversion factors 
for the viscous and molecular flow regimes, the helium leak rate 
was converted to respective nitrogen, dry air, and argon leak 
rates. The experimental results were compared to the calculated 
results and showed that the helium leak rate of a permeation- 
level leak could not be accurately converted based on these two 
flow regimes. For the system tested in this study, the leak rate 
values were underpredicted for molecular flow and generally 
overpredicted for viscous flow. In a similar fashion, the 
volumetric flow rates for nitrogen and argon were converted to 
air leak rates and compared to the measured leak rate of air. 
Neither test gas correctly represented the air leak when converted 
using viscous or molecular flow. Hence, caution must be used 
when selecting the helium (tracer gas) leak detector method to 
verify the air leak rates of spaceflight sealing systems so as not 
to produce erroneous results. 

In the second test series, the pressure boundary conditions 
of the pressure decay method were examined. Four unique 
differential pressures, with up to six different initial upstream 
pressures were tested. The downstream pressure was controlled 
to maintain a constant differential pressure throughout the 
duration of the test. Dry air was utilized as the test gas. As 
expected, the leak rate of the test article was directly related to 
the differential pressure. Over the limited range tested, the 
upstream pressure had an insignificant effect on the measured 


leak rate value provided that the differential pressure remained 
constant. This suggested that the pressure decay method can be 
used to measure the air leak rate under various pressure 
conditions if the differential pressure matches the expected in- 
space operational value. 

On the whole, the findings of this study highlight the 
importance of fully understanding the applicability and 
limitations of the test method selected for verification of 
spaceflight hardware. Incorrectly applying a test method, or not 
completely representing the functional operations may lead to 
inaccurate results and have significant implications for any 
spaceflight mission. 
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